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Instructions for the proper operation of the 


MOTOR AND PUMP F EATURES 
of the Thompson & Plaster 
Electrical Cabinets 


TO OPER- Press red button on the Heater Switch at the 
ATE FLUID back of top of the cabinet. This illuminates the 
HEATER bottles with a red glow, and after a very short 

period the contained liquids will become warmed 
to body temperature. The object is to prevent the resulting chill 
of a cold spray upon the tissues or sensitive wound under treat- 


ment. 
MOTOR SWITCH HEATER SWITCH 
[o} [2 
®0 oo 80 002 
8 SR) <i 


PRESSURE REGULATOR 











VACUUM REGULATOR: 


Diagram of Controls 


TO OBTAIN To obtain Pressure to operate the Nebulizers, 
R Atomizers, etc., press white button on switch 


PRESSURE marked Motor. 


Pressure and Vacuum 


Handles 




















5 i ) int on plate 

Set pointer on pressure regulator to farthest poin 
marked Ee reeuae ‘Aeak Spray Bottles to the faapred a 
pressure handle “L” on right side of cabinet. To operate 
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=. 
, handle to obtain various degrees of Pressure 


trol Valve o! » Ste 


handle diagram ; the knurled collar AIK” 48 turned to the se 
wrease power, and to the left to decrease. To relieve pressupe 
ay, pull collar “R’ down. | 
Always make it a powmt to have the valve in the Pressure han. . 
dle open ‘when starting motor. ) 


—— | 





Application of 
Spray to Throat 

















Applying 
Eustacheon Tube 
Opener 
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VACUUM To obtain Vacuum for using the various Cup- 
; ping devices, start Motor same as for Pressure. 
Set indicator on Vacuum Regulator to farthest point marked 
Vacuum, Attach the cups by pressing into the rubber bushing 
in the handle with a slight turning movement. The handle is 
controlled same as on the Pressure side, having the same quick 
release of Vacuum by pressing down collar “R.” 


_ The Handle “M” is arranged to separate at point “T,”” for 
inserting gauze or cotton when the Vacuum is to be used for 
extracting Pus or other similar substance from boils, ete, 


Vacuum 
and 
Vibration 











ie 


The Glass Vacuum cups Nos. 1500A, B, and C are for use 
over smooth flat surfaces, and the flexible Rubber attachments 
Nos. 1555 and 1556 will be found very desirable where edges and 
angles are encountered. Any devices ever gotten up by Dr. Bier 
can be attached to the Vacuum handle the same way. 





No mistake can be made in making connections with either 
the Pressure or Vacuum Handles, as Vacuum attachments will 
not fit the Pressure Handle, and vice-versa. 
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ycuu By turning Vacuum Regulator to farth ' 
ai UM toward Vibration, you will find that atta 
VIBRATION there is. still some sucking effect, it pulsate 
rapidly. By turning this same button to right § 
left any degree of Vacuum or Vacu-Vibration may be obtained, 
Vacu-Vibration is indicated wherever a superficial loca] hyper. 
emic condition is desirable. 


Application of 
Vacuum 
and 
Vibration 
with Panaris Cup 











—$ 


2 mJ . 
PIRYMATIC Place either Surface Vibratodes, Nos. 1550, 1551, 
‘ATION or 1552 on to the tapered end of the pressure 
ere, ; handle “1.” Turn the indicator to Vibration. 
= Otor as before, and adjust length and strength of vibra- 
Ty stroke by means of handle control collar “R.” 


Ow some of the ai 5 revent 
Ie ¢: z r to escape, and to p 
aps from ee. ed too much Aa and Should more 
extent © inflate any of the vibratodes to a greatel 
Side, until thee eu regulator from Vibration to the Pressure 
ght amount of expansion is obtained. 


For ate 
/ OF extremely heavy vibration we have made up an Air Ham 


mer with a fi b 
and descrj eae sPplicators, which you will find illustrate 
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Pneumo-Vibration 























Heavy-Vibration 
with 
Air Hammer 
Vibrator 
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Bes ! ee 
>4TED To obtain Heated Air, connect the ta dere 
al of handle “L” to the tapered socket “an sdb 


Heater diagram), leaving the binding Posts in 
any convenient position. Now connect the heavy Cautery Cords 
to posts “B” and “BI,” and to the Cautery Posts on the Cabinet, 
This Cautery Circuit is of very low voltage, and there is abso. 
lutely no danger of any electrical shocking, either to the operator 


or patient. 





No. 1570 Air Heater 


Next start the motor, set indicator to Pressure, and allow air 
to pass through heater. Operate the Cautery Current the same 
way as instructed to heat the Cautery Knives. It may seem nec- 
essary at the start to use the full power of the circuit to gen- 
erate the desired heat, but after a moment you will find that a 
sufficient temperature may be maintained on button 6 or 7. 


Application of 
Heated Air 
and 
Vibration to Knee 
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The Air Spreading attachment No. 1572 is arranged to screw 
into the heater, and is provided with outlet holes on the sides 
only, to prevent a concentrating of the heat on any one small 
section of the part under treatment, which would result if the 
air were allowed to pass straight through. You will find, as a 
result, that when rubber cups No. 1555 or 1556 are slipped on, 
the outer edge will get just as warm as the center. When through 
with heater, shut off current first; then shut off air. 


You will readily see that with the above method the Heat as 
well as the Volume of air is under positive control at all times. 


Continued contraction and expansion caused by the repeated 
heating and cooling is apt to loosen the heat unit “F.” When this 
occurs, and heater fails to work, tighten the unit by holding fast 
the binding post end, and screwing tight the tube “H.” (See 
Heater Diagram.) 


A—Socket for Air connection. 

B—and Bl—Binding posts for Electrical Connections. 
C—Support for Air Spreader and Rubber Cups. 
D—and E—Air chambers to keep outer walls cool. 
F—Heating Element. 

G—Contact point. 

H—Knurled edge to hold when removing Element. 
H1—Outer chamber cover. 


Our endeavor in designing this heater has been to make it as 
small and simple as is consistent with the life of a coil necessary 
to furnish the required amount of Heated Air. Both Quantity 
and Heat of Air are easily and independently adjusted to any 
degree. Every Heating Element is given a thorough test before 
shipping, and if instructions are carried out as above the coil will 
give excellent service for a long period of time. 


New heating units can be purchased at 75 cents each, post- 
paid. No other Heating Element on the market is sold at such 
a reasonable figure, nor can be so readily renewed. 
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MOTOR The paramount feature of any piece of revoly- 
{ND PUMP _ ing or oscillatory mechanism is to keep it lub 
r cated. In the Thompson Plaster Pump this ae 
ter becomes a simple one for the operator to attend to, as the 
entire system is lubricated from one grease cup, conveniently 
situated. 


Grease cup No. 16 should be filled with the grease supplied 
with the machine. To fill, unscrew the knurled cap and screw 
back the leather piston all the way. Fill the cup and re-insert 
the piston, screwing cap tight. A half turn of the cross handle 
will feed grease to all parts of the pump. We suggest a full turn 
for every hour's run. 


The motor needs attention only after six months’ use, and 
where outfit is not used extensively, once each year will suffice. 


TO OIL Tip the cabinet backward, leaving an open space 
MOTOR large enough to operate a screw driver. Remove 

plate No. 44. Now remove the cups No. 42, and 
after cleaning in benzine, refill and replace, being careful to get 
the wick back in the center so that it will reach the shaft. 


Should the operator prefer to oil the motor without lifting 
the Cabinet, this can be done by using a good light motor oil and 
putting a few drops in the oil holes on top and at each end of the 
motor shaft. It will be necessary to repeat this latter oiling often, 
and we suggest a few drops for every three hours’ run. Filling 
the grease cup is the better method. 


MOTOR A fae -ercised in the design 
AA great deal of care was exercised in the iS 

= D PUMP of the Thompson Plaster Motor and Pump, and 

eee C- a product of smooth, noiseless, efficient, 2” 
IN powerful construction is the result. 


The finest Bronze in the country is used in the Bearings and 


Piston Connecting Rods, insuring long life. 


. : 
a smooth working Leather Link coupling makes the Dite* 
nection between motor and pump. 


: 7 
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No Belts, no Gears, no Chain, but Positive direct drive of 
Noiseless construction. (See No. 40.) 


The Valves are Positive, and are readily replaced if necessary. 
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REPLACING Should any piece prove faulty or defective ae 
PARTS any time, order by name, number and code, Pa, 

y are all made interchangeable, and instructions fee 


attaching will accompany each piece called for. 


No. ; Code 
P1 —Motor, 110 Volts, 60 Cycles............. Pace 
Motor, 220 Volts, 60 Cycles............. Pacha 
Motor, 110 Volts, 25 Cycles............. Paddle 
Motor, 110 Volts, Direct Current........ Paddy 
Motor, 220 Volts, Direct Current........ Padre 
P2 —Support for Pep itas tects leo eee Pagan 
P3)——-Main Cylinder i252 sa tae e emer clerk Pain 
P4 —Cylinder Head .....-:-- 0. recs srseresee Palate 
P5 —Rear End Bearing Support.............. Pallet 
[2/s) IG Gl ease meno bariscans Sealer cotidc rds Palma 
P7 —Front Bearing Bushing................-- Palsy 
P8 —Rear Bearing Bushing.......202:200see+e Pamir 
PoC rank SMAtt) sissies nsresieln areca meee Panak 
P10—Removable Eccentric ............++++0+- Pandur 
P11—Lock Nuts for Eccentric P10............- Panic 
E12 —Gonriectitig Rod! 27,35. sectuosna, sete cra anata Panjab 
ES WISE SPAN ow avscs, soi cnet a) sio-e nse orm Pantry 
P14—Connecting Rod Bushing...........-.---- Papaw 
Pi5—Piston Cup Clamp Screw... .1.2.2-..0++22- Papist 
EO A PEASe: Ctlp » Nii kw alo, Woesvaisn geet ena renee Papula 
P17—Cylinder Double Nipple..............++-+ Parade 
P18—Cylinder Double Nipple..............---+ Pargon 
ro biston \Mollower ic sot ae see eee Parcel 
F20—Leather Piston Cup... .o.sss+asnssaee se Parch 
EA Eston, Washers.2),\)sian cate aoc, aaah Pardon 
P22—Cylinder Head Valve Screw.........+-+-+ Parry 
P23—Cylinder Head Valve Bushing...........- Passee 
powder Heady Valve: ccivesase cee acne Pastor 
ee ues Valve Reinforcement....... Fale 
ELON UV AIVG, DAME a oc toue, Nacketnits scone Pathos 
P27—Control Valve at cs ahaa ae beta onthe Patio 
Valve Operating Body.............+++++- Peace 
P29—WValve Plug Washer..................+-+ Pearl 


P30—Valve Plug Screw...................... Peavey 
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PARTS-Continued 


P31—Rubber Connection to Valve.............. Pecan 
P32—Rubber Connection from Valve........... Pectan 
Soe wOwOm Bolt aN tits. 9.1) de o,0. 2 Pedant 
P34—Rubber Dampening Cushions............. Pekann 
oo CEORSBOltSi. a...) 5 seo) | ei Pelion 
P36—Screw for Attaching Pump............... Pelota 
Rod Cynnderblead Screws aeeen eee Pencil 
P38—Valve Control Rod Screw................ Penury 
P39—Bearing Support Screws................. Pepper 
SEU ex COUPLE Neco. core a ee me en Pepsin 
ied Copan (Srey mene secanaacentesacan.. Perdue 
LZ Migr (Gees (ClShenadcosnbecsocenes.. Period 
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Glass Exhaust Cups 


Made of smoothly finished, plain glass, with rim of heavier 
glass on the edge. The ends are fitted to the rubber bushing a 


the Vacuum handle. 











No.1500 A No, 1500 B No. 1500 C 
No. Code Price 
1500A—Vacuum Cup, 1 in. diameter.......... Jeloy $0.25 
1500B—Vacuum Cup, 1% in. diameter.......... Jervin 25 
1500C—Vacuum Cup, 2. in. diameter.......... Jesuit 25 





0. 1507 No. 1505 
Pa age Breas CUD. 5 see ce aac e oar i 
aD Clans Panarig Cup) s.<2c 2 cceus:ciaisce,staisia isin a 
LES ANTE} PAT et 0 BG 6 a ee 
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Glass Exhaust Cups-Continued 


Pp —) 


No.1507 R No. 1508R 
No. Code _ Price 
1507R—Soft Rubber Panaris Gasingy cocci eee Jolly 20 
1508R—Soft Rubber G. U. Casing............... Jugal 25 


Rubber Vacuum Cups 





No. 1556 No. 1573 
q 35 

1555—Flexible Rubber Vacuum Cup......-..-+-- Kale ; 
1556—Flexible Rubber Vacuum Cup (large)....-- Kandy  .50 


1573—Metal Attachment for connecting the Rub- ‘ 
ber Chips to the Vacuum Handle........--- Keltie 20 


ae 
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De Vilbiss Atomizers 


An important feature of these Physician’s Atomizers is that 
they can be operated from a hand bulb, or from the compressed 
air supplied from the T. & P. Cabinets. They are made of all 
metal, and can be readily sterilized by boiling, or passing the 
spray point through a flame. 


Nos. 52, 54, 56 and 50 are provided with an extra hard rub- 
ber tube for spraying corrosive solutions. 





No. 1521 No. 1523 No. 1520 No. 1522 


No. Code Price 
Pee eupty, Bottlesionly--<.-.\haaaec eats ee. Kali $0.30 
1521-52—Atomizers—sprays any liquid, oil or aque- 

ous, in any direction desired............ Kalium 1.30 


1522-80—Nebulizer—produces a vapor; for Oils 
only. The vapor can be weakened by turn- 
ing the little table to a horizontal position, 
or strengthened by turning it to a perpen- 


BiG HIATSDOOIMON ental ts pace P+ <cicleieint > Kamala 1.30 
1523-73—Powder Blower—diffuses powder per- 430 
PRE eM aiy ITECHON 5200 .e cress ns Kaolin 1. 
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De Vilbiss Atomizers-Continued 






TUBE REMOVED FOR STERILIZING 





No, 1524 No. 1525 


No. Code Price 
1524-54—Atomizers—similar to No, 52, but with 
the additional advantage of removable top, 
As the spray tube can be readily removed, 
additional tubes may be used, eliminating 
the necessity of stopping to sterilize be- 
) tween treatments, and also making possi- 
ble the having of an additional spray tube 
for each patient. [Extra spray ate $1.00 
BAO ee ioe ic «cath xola MNO eDin Vie ee Kendal 2.00 


1525—56—Atomizers—for Oils and Acqueous solu- 
tions. As illustrated, the No, 56 is 
equipped with a Post Nasal tube for mak- 
ing applications direct to the vault of the 
pharynx and post nasal cavities. The 
four-way tip can be carried through the 
nares into the pharyngeal vault in the 
same manner as an Eustacheon catheter..Kassel 1,50 
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De Vilbiss Atomizers-Continued 





NASAL GUARD, 


Atomizer 
No. 50 





No. 1526 No. 1527 


1526-57—Syringe—supplied with a side flow tip for 
washing the middle ear. Antrum Tube 
No. 536X (silver), $1.00 extra. Frontal 
Sinus Tube No. 537X (silver), $1.00 ex- 
tra. All tubes can be easily bent as de- 
Ary | SR STE Eee Moeetctd cn Khalif 1.25 


1527-50—Atomizer—sprays any liquid; oil or aque- 
ous. This atomizer is of very simple con- 
struction, and is readily taken apart for 


Fllgithtoie go pnnecncs oGonDAanuopeucadoss Kilter 1.25 


No. 1530 


1530—Metal Connector, arranged to fit the tapered 
end of the pressure handle furnished with all 
Thompson & Plaster Cabinets, and to accom- 40 
modate the regular DeVilbiss bottles....-- Karyon 
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De Vilbiss Atomizers-Continued 





No. 80 No. 73 No. 52 No.56 \f 
No. 1528 No. 1529 





No. Code Price 


1528-531—Special Cut-Off; instantaneous in action ; 
adjustable. No Rubber washers or valves 
to deteriorate or wear out, and will last 
indefinitely. Turn thumb nut “A” up to 
diminish spray, and down to increase. For 
a constant flow, turn thumb nut “B” down 
until the desired flow is obtained. Can be 
used to advantage in connection with Eye, 
Ear, Nose and Throat work, with any of 
our Pump outfits........0+-+eeeee eee Kirtle 2.00 


1529-523—Physician’s Four Hole Bottle Rack, made 


of brass throughout, highly nickel plated. Knight 1.25 
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Pneumatic Vibratodes 





No. 1550 No. 1551 No. 1552 





No. 1550 R No. 1551R No. 1552 R 


No. Code Price 
1550 —Small size Vibratode, Rubber Holder..... Kation $0.25 
1550R—Small size Vibratode, Rubber (ie eeauear Kabul 
1551 —Medium size Vibratode, Metal Holder....Kadesh 50 
1551R—Medium size Vibratode, Rubber Cap..... Kaffir 25 
1552 —Large size Vibratode, Metal Holder...... Kago 09 


1552R—Large size Vibratode, Rubber Cap.....-- Kayak 29 
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Cavity Vibratodes 


=» (pp 


No. 1560 


No. 1560 A 
No. =. : Code Price 
1560 —Vaginal Vibratode, Hard Rubber......... Kane $0.50 


1560A—Vaginal Vibratode, Soft Rubber @apierrs Kaolin .20 


EES =)86= = 


No. 1561 No. 1561 A 
1561 —Rectal Vibratode, Hard Rubber Cap...... Karma _ .50 
1561A—Rectal Vibratode, Soft Rubber Cap....... Karoo 20 
No. 1562 No. 1562 A 
1562 —Flexible Rubber Colon Catheter, with nice 
Metal Attachment.......-..+eeeeeeeet? Kauri re 
1562A—Dilating Bag for No. 1562 Catheter.....- Keany & 
No. 1575 


“omnel- 39 
1575 —Eustacheon Tube Opener..-+-++r tt" Kenne. 
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Air Heater-Illustrated on page 6 


For heating air to any temperature, from a mere sensation of 
warmth up to all that a patient can stand. Output is under per- 
fect control, as the energy for operating is obtained from the 
Cautery Circuit, and any degree of heat may be maintained in- 
definitely. Should the Heating Unit, or Element, become dam- 
aged in any way from any cause, it is a simple matter to slip in 
another. Two Heating Units are supplied with each heater. 


No. ; Code Price 
1570— Heater—with extta tintt... ce. ccugtoansee Acoin $5.50 
tof Psctra ELeatime: Units\s.j2r)..sis/e1s, <ysssete tere ae Keck 27a 


Suction Bottle 





No. 1577 


An almost indispensable addition to the equipment of the Eye, 
Ear, Nose and Throat specialist, and in fact a valuable accessory 
for the general practitioner. This Bottle used in conjunction 
with the suction feature of the Thompson & Plaster Cabinets 
will provide a uniform suction, and prevents any material re- 


moyed from entering, or interfering with the operation of the 
pump. 
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Suction Bottle-Continued 


The Bottle is shipped complete as illustrated. New Catheters 


and Syphons can be furnished from stock ; special or longer Cathe- 
ters made to order only. 


A Suction Bottle is exceedingly valuable in the evacuation of 
muco-purulent discharge from nasal sinuses. Also the treatment 
of all supurative cases is greatly simplified. Cases of Atrophic 
Rhinitis, Pan-Sinusitis, emptying the cavities of Peritonsillar 
Abscesses, and for many other treatments, the Bottle can be used 
to advantage. It will clean out any abscess cavity better than any 
other method, and cause less distress at the same time. : 


No. Code Price 
1577—Suction Bottle, complete as illustrated...... Hepar $3.50 
1532—Pixtra, Bottle onlly.cc\. 2 Neieieis = tstterstse re eene Hatch .60 
1533—Rubber Tubing, per foot........-......5. Hauld 12 
1534—Silver" Catheters 9. ..2;-/.cc clones o eterqieieeie’ = wisgs Haven 1.00 
1535—Glass Syphons ........0.-s-e+seeeenesee Hawse 25 

Pressure Tubing 

No. Code Price 
1517—Extra Pressure or Vacuum Tubing, woven seias 

cotton covered, any lengths, per foot..-..-- Cyanic $0. 


Pressure Handle 


Hard Rubber Handle, fitted with control valve, for use with 
Vibrator No. 1510. . 
oe Code Price 


1516—Pressure Handle with 6 foot Tubing. ..-- . Cyprus $3.00 


} ” 
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Pneumatic Air Hammer Vibrator 


While the ordinary Rubber Capped Vibratodes used with our 
Cabinets, with the Compressed Air feature, are very satisfactory 
for general massage purposes, many operators prefer a heavier 
more penetrating stroke. 4 

Our No. 1510 Percussion Air Hammer Vibrator was designed 
and built to deliver anything from a mere thrill to a long, very 
heavy stroke that cannot be stopped. Press as hard as you wish, 
and the piston will still operate. 

Finished in black enamel and nickel plate. Arranged to screw 
on end of pressure handle, or if desired will be furnished com- 
plete with a hard rubber handle and pressure hose to attach to 
any source of compressed air. Degree of vibration controlled by 
air valve in handle. 





No. 1511 





No. 1510 No. 1512 





No. 1513 No, 1514 
No. Code Price 
1510—Air Hammer Vibrator.......+-.2--+++0+ Canker $5.50 
1511—Ball Applicator for 1510............-..+: Canon 60 
1512—Spine Applicator for 1510...........-+++- Canula 
1513—Curved Applicator for 1510.............. Captul 


1514—Large Body Applicator for 1510.........-. Caput 75 
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Wax Theromer - Electrical] 
y heated - Doubl 
le Container 





No, 1584 


gees oe pec designed and dependable apparatus for 
i aoe x-like and Paraffine preparations to a liquid state 
B : a ing, and for spraying the liquid thus formed. 

ie as poe git effectively, these preparations as a dressing 
; res ane 2 inflamed surfaces, to relieve pain and to form 
a isi ve covering which encourages the rapid growth of new 


ee re meener ae in the hospital. 
and. © the physician for treating cases ou 
or industrial plants where the danger 0 
present. 
bas pred Ser reba is all metal, and hi : 
jacket olding the preparation, and an outer one forming a water 
is around the preparation. In the center of the inner section 
mounted the Electrical Heating Unit, arranged that the wax 


Ses through a small tube surrounded with the heating element; 
ing the wax at the proper point, just before it leaves the 
ogging at that latter point. 


nozzle, and eliminating all danger of cl 


It is also of inestimable 
tside of the hospital, 
f burning is ever 


as two containers; an inner 


ee y ey 
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Wax Theromer No. 1584-Continued 


This Heating Element is arranged to connect to the harmless 
low voltage Cautery Circuit on any of our Cabinets. The degree 
of heat is regulated in the same manner as the cautery knife. 

No. Code Price 
1584—Electrically Heated DeVilbiss Wax Spray- 
ing Theromet.. 6-1 cos ccenalen nes lesen Kolon $16.50 

Paraffine Wax for use in the Nos. 1584 and 1588 Theromers, 
in cakes of one-half pound each. 

No. Code 
1586—Paraffine Wax Cake......---+++- Kobalt Per cake, $0.75 


Wax Theromer - Single Container 





No. 1588 


The Wax Theromer Jr. was brought out to meet a demand 
for a smaller, lighter container than our No. 1584. This instru- 
ment is thoroughly practical in every ‘detail, and is very simple 
to operate. 

It is constructed same as the No. 1584, except that it has no 
outer hot water jacket, and must be heated by immersion in some 
other tray or pan. Has the same electrical heating unit device, 
and is fully guaranteed to give satisfactory service. Designed 
especially for the general practitioner. 


Code Price 


No. 
1588—Wax Spraying Theromer Jr........ Pe me Kaiak $8.50 





